[Evaluation of the Hotline perfusion warmer in infants with body weight under 10 kg].
This randomized study assessed the efficacy of the Hotline fluid warner in 42 children under 10 kg, undergoing surgery of more than 1 h of duration. In all a heating mattress and a heating humidifier were also used. The decrease in core temperature was more important in children without warner (1.1 +/- 1.4 degrees C vs 0.1 +/- 0.3 degrees C in those with a warner). Efficiency of this device is demonstrated even at the low perfusion flows requested for surgery in newborns and infants.